[Effect of implantation errors on increased osteolysis in cemented hip arthroplasty].
A retrospective standardized review of 76 cases of cemented hip arthroplasty has been done to evaluate the influence of technical errors on survivorship of prosthesis. Increased bone loss around the prosthesis was correlated to improper geometry of artificial hip joint and deficiency of the cementing technique.